























Certificate of Calibration 2015-6326-4
243 Root Street Suite 100
Olean, NY 14760
Customer Instrument

Customer Name:  MJW Corporation Manufacturer: Ludlum Measurements
Address: 15 Hazelwood Drive Model: 2241 SN: 196664

Suite 112

Amherst, NY 14228 Detector Manufacturer: Ludlum Measurements
Customer PO# Work Order: 2015-6326 Det. Model:  44-10 SN: PR256142
Calibration Method: Electronic(*) Procedure:  SOP-06

Instrument Received:  [w|Within Tolerance [ ]outof Tolerance | |Repairs Required [ _|Other (See Comments)

[ | Geotropism Meter Zero Mech. Ck [ ]HV Readout Battery Check Reset
Audio [ |window Status FS Response Linearity Alarm Set
Temperature: 70.2 F Humidity: 45% Pressure: 28.3 in Hg Altitude: 1450 ft

Source Voltage Plateaus

g —.— Source 1: UB992
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Statement of Certification

MJW Technical Services, Inc certifies that the above instrument has been calibrated by standards traceable to the National institute of Standards and Technology or to the calibrator
facilities of other International Standards organization members, or have been derived from accepted values of natural physical constants or have been derived by the ration type of|
calibration techniques. The calibration system conforms to the requirements ISO/IEC 17025 and ANSI N323. The Instrument listed above was inspected prior to shipment and it met all
the manufacturer's published operating specifications. (MJW Technical Services is not responsible for damage incurred during shipment or use of this instrument).

Calibration Technician: QA Technician: M) Date: L
(AL) P P 3 Z__, oo #S

Calibration Date: 10/15/2015 Calibration Due: 10/15/2016
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Certificate of Calibration 2015-6361-1
243 Root Street Suite 100
Olean, NY 14760
Customer Instrument
Customer Name:  MJW Corporation Manufacturer: Ludlum Measurements
Address: 15 Hazelwood Drive Model: 2241-2 SN: 262641
Suite 112
Amherst. NY 14228 Detector Manufacturer:  Ludlum Measurements
Customer PO# Work Order: 2015-6361 Det. Model: 43-90 SN: PR277930 2-Yellow
Calibration Method: Electronic(®) Procedure:  SOP-06
Instrument Received: [w| Within Tolerance [Jout of Tolerance [ | Repairs Required | |Other (See Comments)
[ ] Geotropism [ IMeter Zero Mech. Ck [ HV Readout [v|Battery Check [v]Reset
[v] Audio [ IWindow Status FS Response [ ] Linearity (w|Alarm Set
Temperature: 69.1F Humidity: 41% Pressure: 28.6in Hg Altitude: 1450 ft
Instrument Calibration
Calibration Instrument Response Calibration Instrument Response
Multiplier/Range Point As Found As Left Tolerance | Multiplier/Range Point As Found As Left Tolerance
Ratemeter Mode™ 40 cpm 39.3 cpm 39.3 cpm 36-44 | Ratemster Mode* 400 cpm 400 cpm 400 cpm 360-440
Ratemeter Mode® 4 kcpm 3.96 kcpm 3.96 kepm 3644 | Ratemeter Mode” 40 kepm 396 kepm 39,6 kcpm 36-44 |
Ratemeter Mode® 400 kepm 396 kepm 396 kepm 360440 | Scaier Mode* 40 cpm 40 cpm 40 cpm 3644 |
Scaler Mode® 400 cpm 396 com 396 cpm 360-440 | Scaler Mode* dkcom |  3968kepm 3968 kepm 3644 ]
Scaler Mode* 40kepm | 39677kepm 39677 kepm 3644 | Scaler Mode® 400 kepm | 396678 kepm 396678 kepm 360-440 [
[ Electronic Instruments ]
Pulser. 500-2 sn# 220099 Scaler: 2200 sn# 304428
g Sources |
I Isotope Serial# Type Activity Response Efficiency CF  Distance '
Am241 C7-660 adpi 110229.264 dpm 25300 230 % 435 Omch
Pu239 C7-635 adpi 111427358 dpm 26250 236 % 424 Oinch
Th230 C7-643 a 4pi 99310909 dpm 22370 225 % 444 Oinch
| Instrument Status |
Disc/Sens: 10 mV
| Alarm Status |
Rate Alarm: 800 kcpm Rate Alert: 500 kcpm Scal Alarm: 590 kcpm
| Detector Status |
CC: 100Qe-2 DT: 0 usec Oper. V: 900 V HNum: 2
Statement of Certification

MJW Technical Services, Inc certifies that the above instrument has been calibrated by standards traceabie to the National institute of Standards and Technology or to the calibrator
hgl:nes of other International Standards organization members, or have been derived from accepted values of natural physical constants or have been derived by the ration type of
calibration techniques. The calibration system conforms to the requirements ISO/IEC 17025 and ANSI N323. The Instrument listed above was inspected prior to shipment and it met all
the manufacturer's published operating specifications. (MJW Technical Services is not responsible for damage incurred during shipment or use of this instrument).

Calibration Technician:
(GH)

QA Technician:
A

Date:

“/3//5

Calibration Date: 11/03/2015

Calibration Due:

11/03/2016
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Certificate of Calibration 2015-6361-2
243 Root Street Suite 100
Olean, NY 14760
Customer Instrument
Customer Name:  MJW Corporation Manufacturer: Ludlum Measurements
Address: 15 Hazelwood Drive Model: 2241-2 SN: 262641
Suite 112
Ambherst, NY 14228 Detector Manufacturer: Ludlum Measurements
Customer PO# Work Order: 2015-6361 Det. Model:  44-10 SN: PR288429 1-Red
Calibration Method: Electronic(*) Procedure:  SOP-06
Instrument Received:  [w|Within Tolerance [ Joutof Tolerance | |Repairs Required [ _|Other (See Comments)
| |Geotropism [ IMeter Zero Mech. Ck [ JHV Readout [w]Battery Check [v]|Reset
[w] Audio [ window Status FS Response [ |Linearity [w]Alarm Set
Temperature: 69.1F Humidity: 41% Pressure: 28.6 in Hg Altitude: 1450 ft
Instrument Calibration
Calibration Instrument Response Calibration Instrument Response
Multiplier/Range Point As Found As Left Tolerance | Multiplier/Range Point As Found As Left Tolerance
Ratemeter Mode* 40 cpm 39.3 cpm 39.3 cpm 36-44 | Ratemeter Mode® 400 cpm 400 cpm 400 cpm 360-440
Ratemeter Mode® 4 kepm .96 kepm 3.96 kcpm 3644 | Ratemetar Mode® 40 kepm 39.6 kepm 39.6 kepm 36-44 |
Ratemeter Mode*® 400 kcpm 396 kcpm 396 kopm 360-440 | Scailer Mode" 40 cpm 40 cpm 40 cpm 3644 l
Scaler Mode*® 400 cpm 396 cpm 296 cpm 360-440 | Scaier Mode® 4 kepm 3968 kepm 3968 kepm 3644 |
Scaler Mode® 40kcpm | 39677 kepm 39,677 kepm 3644 | Scaler Mode® 400 kcpm | 396678 kecpm 396 678 kepm 360-440 [
Electronic Instruments ]
Pulser: 500-2 sn# 220099 Scaler: 2200 sn# 304428
Sources |
Isotope Serial# Type Activity Response Efficiency CF  Distance l
Am241 UB992 Y 2343863.800 dpm 176266 75 % 1333 0inch
Cs137 UB994 X 2371561.372 dpm 268517 113 % 885 Oinch
7 Instrument Status |
Disc/Sens: 10 mV
[ Alarm Status |
Rate Alarm: 500 kcpm Rate Alert: 300 kcpm Scal Alarm: 900 kcpm
[ Detector Status |
CC: 100e-2 DT: 0 usec Oper. V: 1000 V Num: 1
| Comments |

Model 44-10 energy resolution =

B.9%, acceptable detector energy resolution is <13%

Statement of Certification

MJW Technical Services, Inc certifies that the above instrument has been calibrated by standards traceable to the National institute of Standards and Technology or to the calibrator
racumeg of omer International Standards organization members, or have been derived from accepted values of natural physical constants or have been derived by the ration type of
calibration techniques. The calibration system conforms to the requirements ISO/IEC 17025 and ANSI N323. The Instrument listed above was inspected prior to shipment and it met all
the manufacturer's published operating specifications. (MJW Technical Services is not responsible for damage incurred during shipment or use of this instrument).

Calibration Technician:
(GH)

»

._

-~

QA Technician: —

Date: ”/3 /'5

Calibration Date:

11/03/2015

Calibration Due: 11/03/2016
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Certificate of Calibration 2015-6361-2
243 Root Street Suite 100
Olean, NY 14760
Customer Instrument

Customer Name: MJW Corporation Manufacturer: Ludlum Measurements
Address: 15 Hazelwood Drive Model: 2241-2 SN: 262641

Suite 112

Amherst, NY 14228 Detector Manufacturer: Ludlum Measurements
Customer PO# Work Order: 2015-6361 Det. Model:  44-10 SN: PR288429 1-Red
Calibration Method: Electronic(*) Procedure:  SOP-06
Instrument Received: Within Tolerance [:] Out of Tolerance [:I Repairs Required [ | Other (See Comments)
[ | Geotropism [ IMeter Zero [v|Mech. Ck ["]HV Readout [w]Battery Check Reset
[v]Audio [ IWindow Status FS Response [ ILinearity [w]Alarm Set
Temperature: 69.1F Humidity: 41% Pressure: 28.6 in Hg Altitude: 1450 ft

Source Voltage Plateaus
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Statement of Certification

MJW Technical Services, Inc certifies that the above instrument has been calibrated by standards traceable to the National institute of Standards and Technology or to the calibrator
facyhuea of other‘ Intemational Standards organization members, or have been derived from accepted values of natural physical constants or have been derived by the ration type of,
calibration techniques. The calibration system conforms to the requirements ISO/IEC 17025 and ANSI N323. The Instrument listed above was inspected prior to shipment and it met all
the manufacturer's published operating specifications. (MJW Technical Services is not responsible for damage incurred during shipment or use of this instrument).

Calibration Technician:
(GH)

QA Technician: A
etk

o g1 e i

Calibration Date: 11/03/2015

Calibration Due:

11/03/2016
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